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ARSTKACT 


A  cause  r»f  errovKntis  temjHrrat ures  olitaiiied  ill  the  earlier  phases  of  a  study  using  standard  railio^ondes 
llmvn  on  constant-level  Oalloous  at  White  Sands  Missile  Ranj*e  is  discussed.  A  simple  an  1  inexpensive  modifi¬ 
cation  of  the  radiosondes  which  pro  luces  more  accurate  amhient  temperatures  on  daylight  flights  isdescriU*d. 


1.  Introduction 

The  standard  radiosonde  is  designed  to  measure 
atmospheric  temperature  as  the  instrument  ascends  on 
a  balloon.  Usual  ascent  rates  are  from  900  to  1  f KK)  ft 
min'1,  and  ventilation  at  these  rates  is  explicit  in  calcu¬ 
lations  of  thermistor  response  performed  by  Hadgley 
(1957)  and  others.  'Che  measurement  of  true  ambient 
temperature  front  floating  balloons  is  much  more 
difficult  because  ventilation  is  essentially  lacking. 
Tile  use  of  constant -level  balloons  as  meteorological 
sensor  platforms  is  accelerating,  as  is  evidenced  in 
the  (lilt  1ST  ((Hobal  Horizontal  Sounding  Technir|tie) 
program,  and  in  other  projects  such  as  the  study  of 
mountain  lee  waves  being  tmule  at  While  Santis  Missile 
Range  (WSMK).  In  this  study,  radiosondes  down  on 
super pressu re  balloons  produced  inaccurate,  erratic, 
and  unusable  temperatures  on  the  first  few  flights. 
This  pajter  describes  a  simple  and  inexjtensive  modifica¬ 
tion  to  the  radiosontle"  <Vhiclt  was  devised  anti  from 
which  more  accurate  ambient  lent|>erat  tires  were 
obtained. 

2.  Background 

During  the  spring  and  winter  seasons  of  1965  through 
1 965,  a  study  of  mountain  lee  waves  was  conducted  at 
WSMK.  The  basic  technique  of  this  study  was  the 
tracking  by  AN,  FJ’S-16  radar  anti  AN/CiMD-l 
ground -equipment  of  the  three-dimensional  motion  <»f 
superpressure  balloons  with  ratliosomles  attached,  its 
they  floated  across  the  range  from  the  west  anti  passed 
over  the  San  Andres  mountains.  The  tcm|teralure 
records  from  the  first  few  (lights  did  not  yield  accurate 
or  even  usable  results.  Instead,  the  readings  were 
erratic  and  had  numerous  heat  “spikes”  as  seen  in  Fig. 
I,  which  is  a  typical  trace,  reproduced  from  the  recorder 
chart  of  a  flight  made  on  29  April  1965  at  1400  MST 
at  a  pressure  height  of  250  mb.  The  ambient  tempera¬ 


ture  during  this  10-min  interval  ranged  from  —52.0 
to  —  55.0(7  while  the  spikes  ranged  to  — 55.0C,  indi¬ 
cating  an  error  of  18(7.  Ambient  temperature  is  defined 
herein  as  the  undisturbed  atmospheric  temperature 
outside  of  any  boundary  layer.  The  ambient  tempera¬ 
ture  of  —52.0  to  —55.0(7  was  established  from  two 
regular  radiosonde  flights  made  within  the  same  space 
and  time  frame.  The  .above  tcni|>craturcs  compared 
favorably  with  the  temperature  for  the  coldest  parts 


-55  -55 

TEMPERATURE  (*C) 

l  io.  1.  ka  ti.~iM.ti-  li-mrieratiirt-  fn.ni  a  tialli.i.n  lloating  at  25'l 
ml.  on  2*1  April  1'JM.  The  oil. lest  part  of  the  leinperaltirr  trace 
was  nuial  to  the  ambient  temperature. 
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Kir..  2.  Floating  mylar  balloon  in  daytime.  The  temperature  of 
the  balloon  gas  (7‘„)  is  cpual  to  the  tern|H'rature  of  the  ambient 
air,  so  no  heal  Imundary  exists  around  the  balloon. 


of  the  trace  shown  in  Fig.  1.  The  continuous  tempera¬ 
ture  trace  was  obtained  by  removing  the  baroswitch 
arm  from  the  AMT-4H  ritdiosontle  while  litter  flights 
used  the  AMT-15  radiosonde,  in  which  the  tempera¬ 
ture,  humidity  and  pressure  circuits  tire  switched  by  a 
clock  mechanism,  a  necessary  technique  for  radiosondes 
used  with  constant-level  balloons.  Initially  it  was 
thought  that  pendulum  or  bobbing  motions  might  be 


Fig.  A.  Modification  of  the  radiosonde  for  use  with  a  constant- 
level  balloon.  The  2  inch  X  4  inch  styrofoam  shield  is  cut  from 
J  inch  stock. 

producing  the  erratic  temperature  readings,  but  calcu¬ 
lations  showed  that  the  frequency  of  this  periodic 
motion  did  not  agree  with  the  frequency  of  the  heat 
spikes.  A  search  of  the  literature  on  the  use  of  ther¬ 
mistors  its  atmospheric  sensors  produced  ample  material 


Fig,  4.  This  close-up  shows  the  dangling  thermistor  (dangler)  attached  to  an  AN/AMT-15  radiosonde. 
The  thermistor  supjwrt  of  the  dangler  is  made  by  taping  two  regular  radiosonde  thermistor  support  arms 
back-to-back. 
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Fro.  5.  The  Iialloon  train  as  used  in  lee  wave  study  at  White 
Sands  .Missile  Range.  The  size  of  the  hallnon  varies  from  2  to 
3  m  del  lending  on  the  lloat  altitude  that  is  desired. 


pertinent  to  rising  balloons,  but  very  little  regarding 
floating  balloons.  However,  Ney  el  al.  (1961)  presented 
results  of  a  carefully  made  study  of  the  heating  effects 
of  boundary  layers  in  and  around  floating  balloon 
trains.  Their  results  show  that  heat  from  the  boundary 
layer  flows  upward  during  the  (laytime.  (See  Fig.  2 
which  is  patterned  after  their  diagram.)  Their  similar 


TEMPERATURE  CC) 

I'm.  6.  A  tcmjierature  trace  from  a  modified  radiosonde  at¬ 
tached  to  a  Iialloon  floating  at  100  mb  on  13  May  1963.  This 
temperature  trace  is  from  the  first  dangling  thermistor  that  was 
flown. 


diagram  for  flow  al  night  is  not  shown  since,  in  the 
mountain  lee  wave  study,  all  but  one  of  the  flights 
were  made  during  daylight  hours.  It  was  decided  to 
relocate  the  thermistor  below  the  radiosonde  as  sug¬ 
gested  by  Xcy  et  al.  (1961).  Wagner  (1965)  also  treats 
the  same  problem. 

3.  Modification  technique  and  tests 

The  termistor  was  relocated  four  feet  below  the  usual 
l>osition  in  the  radiosonde  by  use  of  brackets  and  ex¬ 
tended  leads,  as  seen  in  Fig.  3,  where  the  “dangling” 
thermistor  location  is  compared  with  the  usual  position. 
Fig.  4  shows  a  close-up  of  the  complete  modification. 
The  AMT-15  radiosondes  were  modified  before  the 
baseline  check  calibrations  were  made.  The  modification 
did  not  make  the  baseline  check  calibration  any  more 
difficult  or  complex,  but  the  radiosonde  was  a  little 
more  difficult  to  release.  Fig.  5  shows  the  complete 
balloon  train  as  it  was  used  in  the  lee  wave  study. 

The  first  (light  which  used  the  modification  was  made 
on  13  May  1963  with  an  A.MT-4B  radiosonde  attached 
to  a  balloon  which  floated  at  a  pressure  height  of  100 
mb.  The  temperature  trace  from  this  flight  (Fig.  6) 
was  very  stable,  with  no  heat  spikes,  and  varied  from 
—  62.4  to  — 63.7C  during  the  floating  period.  These 
temperatures  were  consistent  with  those  reported  from 
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Ft«.  "  A  cortjmrison  nf  temperature  traces  from  a  regularly 
!*»iti»Fui!  and  i  dangling  thermistor  taken  liv  one  radiosonde  >m 
3  June  1064  a’  .to  mb  pressure  nltitudc.  The  humidity  circuit 
was  suitably  adaptrd  to  a  tcmjierature  circuit  for  a  dangling 
thcrmli'.or.  (Time  is  in  minutes  and  seconds.) 
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a  regular  radiosonde  ascent  made  within  two  hours  and 
ten  miles  of  the  test  flight.  Subsequent  flights  for  the 
mountain  wave  study,  using  the  dangling  thermistor 
technique,  also  produced  satisfactory  temperature 
traces. 

A  more  conclusive  test  of  this  technique  was  made 
on  the  afternoon  of  3  June  1964  when  two  thermistors, 
one  in  the  standard  brackets  and  the  other  dangling 
below  the  instrument,  were  used  simultaneously  on  a 
single  AMT-15  radiosonde  attached  to  a  balloon  float¬ 
ing  at  a  pressure  height  of  30  mb.  The  second  thermistor 
replaced  the  humidity  sensor  in  the  modified  circuit, 
and  the  preflight  baseline  check  of  the  radiosonde  pro¬ 
duced  two  sets  of  values  for  the  temperature  evaluator. 
The  results  of  this  test  are  shown  in  Fig.  7,  reproduced 
from  a  section  of  the  recorder  record.  The  actual  record 
showed  two  consecutive  temperature  traces,  followed 
by  breaks  for  the  reference  and/or  hvpsometer  traces 
which  were  not  reproduced  in  this  figure.  Dots  con¬ 
necting  the  trace  segments  from  the  dangling  thermistor 
make  the  record  appear  continuous.  Solid  lines  were 
used  in  the  same  way  for  the  trace  from  the  thermistor 
mounted  in  the  regular  position.  The  heat  spikes  in  this 
figure  ire  not  so  large  as  those  in  Fig.  1,  but  reflect 
errors  of  more  than  11C  in  the  regular  thermistor. 
Significant  also  are  the  ranges  of  temperature  within 
this  10-min  interval.  The  dangling  thermistor  ranged 
from  —44.5  to  —  48.5C  for  a  difference  of  4.0C,  while 
the  regularly  mounted  thermistor  ranged  from  —36.0 
to  — 48.5C,  or  12.5C.  For  this  test  also,  the  tempera¬ 
tures  from  the  dangling  thermistor  agreed  well  with 
those  from  a  standard  ascending  flight  made  nearby 
in  space  and  time. 


4.  Conclusions 

Accurate  ambient  temperatures  were  needed  from 
radiosondes  flown  on  constant-level  balloons,  kesearch 
of  the  problem  disclosed  that  ambient  temperatures 
from  floating  balloons  during  the  daytime  could  be 
obtained  by  dangling  a  thermistor  below  the  boundary 
layer  of  the  balloon  train.  The  simple  dangling  thermis¬ 
tor  technique  herein  described  was  found  to  be  accurate 
within  ±1C  by  comparison  with  a  regular  radiosonde 
sounding  taken  within  essentially  the  same  space  and 
time  frame. 

This  inexpensive  modification,  which  is  suitable  for 
use  with  any  .American  radiosonde  currently  in  use, 
eliminates  the  erroneous  temperatures  resulting  from 
the  heat  boundary  layer  of  a  balloon  floating  during 
daylight  hours. 
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